Artifacts in ECG-synchronized MDCT coronary angiography.
In MDCT coronary angiography, image artifacts are the major cause of false-positive and false-negative interpretations regarding the presence of coronary artery stenoses. Hence, it is important that observers reporting these investigations are aware of the potential presence of image artifacts and that these artifacts are recognized. The article explores the technical causes for various artifacts in MDCT coronary angiography imaging and clinical examples are given.